1) Place (1) VERIFY Bowie Dick Test Pack on the bottom shelf over the drain. Perform the test cycle.

2) Remove the pack, open it and interpret the results.

3) Record the results.

Typical air leak failure

Typical non-condensable gas failure

Typical wet steam failure

Typical super heat failure

For further information, please contact us in the United States at 800-548-4873, in Canada at 800-661-3937 or visit our website at www.steris.com.